ABSTRACT
INTRODUCTION
The development in manufacturing CAD/CAM techno logy has resulted in great advances in oral rehabilitation, highlighting improved productivity, cost reduction, reduced clinical time, and better functional outcome in the long term. This is justified by various studies carried out in this field. 14 Currently, ceramic crowns are popularly used in oral rehabilitation. Marginal adaptation is an important factor in the longevity of such restorations since mismatches in ceramic pieces can lead to the dissolution of the cementing agent, microleakage and retention of biofilm, leading to clinical failure. 5 Some studies have suggested that an adaptation of up to 120 μm is acceptable 6 while some other studies have suggested the adequate value to be up to 100 μm. There is a lack of consensus regarding the marginal adaptation value. However, a systematic review study showed that is possible to obtain a tooth-prosthesis gap of less than 80 μm with systems CAD/CAM. 7 It should also be noted that the type of scanning may influence the vertical marginal adaptation of the prosthesis performed by CAD/CAM technology. 8 Different scanning techniques for CAD/CAM are used in both the dental laboratory and the dental office. Lab scanners are widely used for indirect extraoral digitization of gypsum models. Intraoral scanners are becoming widespread in clinical dental practice for direct data capturing. There is a need to compare the precision of these methods. In this sense, studies should investigate the different types of scans, including the indirect digital impression and direct digital impression, to conduct in clinical decisions. 9, 10 The current scanners avoid the use of traditional molding, are convenient for the patient and involve complete digital workflow.
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However, the accuracy of this method needs to be proved, and factors such as coating film and direct digital impression capacity need to be adequately established in the literature. 12, 13 Recently, Alikhasi et al. 14 reported that there is a requirement of further laboratory and clinical studies on scanning methods and their correlation with the traditional method. Thus, our study aimed to analyze the vertical marginal adaptation of ceramic crowns obtained by means of two scanning techniques using the CAD/ CAM system. The null hypothesis of the work was that crowns made by the direct digital impression method would present similar indices of a vertical marginal misfit when compared to crowns made by the indirect digital impression method.
MATERIALS AND METHODS

Standardization of Abutment
For the standardization of the abutments and crowns, was performed the waxing of a mandibular right first molar following a previously established parameter 15 (Fig. 1 ). Using this model, 20 specimens of titanium were milled using the DM5 milling machine (Technodrill, Rio Grande do Sul, Brazil).
Study Groups
The study used two groups of 10 specimens. In the DDI) group, the titanium specimens ( Fig. 2A) were scanned using the CEREC Scanner 3D Bluecam (Sirona Dental Systems GmbH, Bensheim, Germany) via the titanium dioxide film coating procedure. All the scans were performed by the same operator at a standard distance of 3 cm for 5 seconds in oscillatory movements from buccal to lingual and mesial to distal (Fig. 2B ). In the IDI group, 10 moldings of the titanium abutments were made with polyether (Impregum, 3M ESPE, Seefeld, Germany) with the aid of individual trays made from a thermoplastic material (Luxaform, DMG, Hamburg, Germany). The models were cast in type IV gypsum (Snow Rock, 3D Scan Stone, DK MUNGKO) (Fig. 2C) . Scanning of the models was done using the Cerec Scanner 3D Bluecan (Sirona Dental Systems GmbH, Bensheim, Germany), without the coating of titanium dioxide film.
Construction and Milling of Crowns
All crown designs and cervical boundary delimitations were performed by the same operator using the CEREC software SW 4.2.4 (Sirona Dental Systems GmbH, Bensheim, Germany).
The following configurations were used in the two groups: fixed adhesive attachment space: 80 μm and thickness margin: 0 μm. The final design was sent to the In Lab MC XL CEREC (Sirona Dental Systems GmbH, Bensheim, Germany) milling unit which was used for the processing and milling of all crowns using CEREC feldspathic ceramic blocks (Sirona Dental Systems GmbH, Bensheim, Germany).
Cementation of Crowns
Each specimen was seated and gently pressed onto its respective abutment without prior adjustment. A light
Figs 2A to C: (A) Titanium specimens of the DDI group before titanium dioxide film coating procedure; (B) After coating procedure; (C) The models of the group IDI that was scanned without coating procedure A B C silicone addition pad (Virtual; Ivoclar Vivadent AG, Schaan, Liechtenstein) was placed inside each specimen. In order to standardize the applied force on the ceramic pieces, a metallic device with a fixed base was used, where the abutment and its respective specimen were positioned, and a movable one, in which a force of 50N was applied, following protocol of the literature 16 pointing exactly at the center of the ceramic crown, which waited for the setting time of the material indicated by the manufacturer.
Analysis of Vertical Microgap
Microscopic analysis of the interface of the abutment and crown was performed with the aid of a stereomicroscope (Olympus SZX9, Japan) coupled to a computer. They were placed perpendicularly at the base of the microscope and photomicrographs of the prosthetic interface were taken using the 42.8x objective. Through the program (ISCapture version 3.7.8, Xintu Phototonics, Tucsen, China), the specimens were measured. The six vertices of the platform of the external hexagonal implant were selected for the measurement of each specimen, exemplified in Figure 3A , and at each measurement point, 3 measurements of the prosthetic interface were made (Fig. 3B) . Thus, there were a total of 18 measurements per specimen.
Scanning Electron Microscopy
Scanning electron microscopy of two randomly selected specimens was performed to compare the results of vertical marginal misfit using the electron microscopic EVO LS15 (Zeiss, Oberkochen, Germany) with a magnification of 50 and 100x.
Statistical Analysis
The obtained quantitative data were analyzed using Excel spreadsheets (Microsoft Office Excel, Redmond, WA, United States), through the distribution of normality (ShapiroWilk) and variance (BrownForsythe).
The ttest was used to analyze the comparison factor between the groups and respective regions (1-6) of the analysis of the crown between the two groups. To compare the effect of the mismatch for the different regions within each group, the oneway ANOVA test and post hoc Tukey test were used. The statistical program used was Sigma Plot 13.0 (San Jose, CA, USA), and a significance level of 5% was considered.
RESULTS
General
The vertical marginal adaptation of feldspathic ceramics and milled abutments showed no significant difference between IDI (24.85 ± 7.44 μm) and DDI (24.06 ± 8.54 μm) groups, and the data indicated similarity (p = 0,345). It was found that the DDI group had a lower median and lower dispersion of the data compared to the IDI group, as shown in Graph 1. The interquartile rates (25-75%) of the vertical marginal adaptation for the printing systems were 23.13 μm, 25.95 μm for the IDI and 23.23 μm, 24.42 μm for the DDI, respectively. The scan ni ng electron microscopy analysis demonstrated the similarity in vertical marginal misfit for the two groups. It is important to note that milling can be verified with the respective details in the images. It is also possible to visualize the cementation in the indirect digital impression group (Fig. 4) .
By Region
In relation to each region measured within the studied groups, we observed a similarity between the six regions analyzed in the DDI group (p > 0.05). However, in the IDI group, we observed a significant difference between areas D and E. The medians, interquartile (25% and 75%), and major and minor points are expressed in Tables 1 and 2 . 
DISCUSSION
It was observed that vertical marginal adaptation was similar between digital scanning methods, which were within the standards clinically found in the literature. Therefore, the null hypothesis was accepted. The direct digital scanning in unit bodies was reliable, pointing that the coating of titanium dioxide in the titanium abutment did not negatively influence the vertical marginal adaptation of the feldspathic ceramic crowns. Corroborating with the literature, it has demonstrated that intraoral scanning is reliable in single pieces, and its limitation of evidence is linked to the scanning of total arcs. 12, 17 In this study, although the cerec bluecam intraoral scanner was made for the direct digital method, the cerec bluecam was also used for the indirect method instead of a lab scanner because the central objective was actually to analyze the different techniques of digital scanning, therefore, if we used different scanners, we would be adding more variables in the study. Analyzing the six regions measured, we observed similarities between all points in the direct digital impression group. In the indirect digital impression group, a significant difference between the two points was identified. This analysis can help determine whether there are balance and adaptation throughout the entire extent of the restoration. Although not influencing the overall mean vertical marginal adaptation, these differences may impact the passivity of the restorations. A critical factor that may influence these results is the delineation of the cervical preparation terminus line. 18 Moreover, the operator experience is also considered essential, and the experience of the operative is essential because it is possible to finally correct some imperfection of the terminus line and scanning. Another point that may justify the results of the indirect digital impression group is related to the scanning being performed in a study model, which included a greater number of steps when compared to the other group. In our study, only one operator was responsible for the work, which reduced the chances of bias.
The vertical marginal adaptation is highly examined in in vitro tests due to its clinical relevance as vertical . 19 Larger misfit would be subject to complementation by the restorative cement, which may dissolve over time. In this context, there is still a lack of consensus on the clinically acceptable marginal adaptation. A recent systematic review study demonstrated rates of 120 μm is an acceptable index. 20 However, other authors have presented their doubts as to whether this value would be the most ideal. The CAD/CAM systems have enabled these standards to be lowered 7 reported that the average CAD/CAM systems allow less than 80 um of microgap in dental restorations. In our study, considering the limitations of an in vitro study and having the ideal conditions, we obtained satisfactory results in both groups (<25 μm) when compared with those accepted in the literature. Many authors use vertical marginal analysis using 4 locations (mesial, distal, buccal and lingual) for data collection, 21 however, argued that analyzes with more measurement points could improve the capacity of the analysis. In our study, we used a methodology with six areas of analysis, which provides greater accuracy for the assessment of the mismatches between the restoration and abutment. Ng et al. 22 presented a model with 8 points of measurement and justified its accuracy by using more points to improve the sensitivity of the test. However, the author argues even though, that some points not measured could present misfit that is not collected. Therefore, in view of the variety in methodologies, the comparisons should be made with caution since many factors can influence the adaptation of the restorations. Thus, more studies should be carried out to find other methodologies for the analysis of vertical marginal adaptation. It is necessary that, in the future, the measurement of the entire surface of the crowns is used, not only by points, as suggested by Holmes et al. 23 and Ng et al. 22 However, in view of our data, we must carry out in vivo studies using these protocols to evaluate the results clinically. We can verify the influence of intraoral factors such as saliva, humidity, and patient factors on intraoral scanner printing and thus, obtain better clinical conclusions.
CONCLUSION
Within the limitations of the present in vitro study, can be concluded that there was no statistically significant difference between the two scanning techniques (direct and indirect) in relation to vertical marginal maladaptation and coating with titanium dioxide did not influence the vertical marginal adaptation of the restorations in the direct scanning group.
CLINICAL SIGNIFICANCE
The vertical marginal adaptation using the two scanning techniques was considered within the clinical standards of the literature. 
